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Abstract 


The  method  developed  by  Baird  end  Bird  for  the  measurement 
of  relative  absorption  intensities  vith  the  Stark-modulated 
microwave  spectrograph  has  been  extended  to  the  measurement  of 
absolute  absorption  intensities*  The  determination  of  absolute 
intensity  is  based  on  the  measurement  of  the  ratio  of  modulation- 
frequency  component  to  direct  component  of  crystal  current  at 
several  microwave  power  levels  and  the  extrapolation  of  the  ratio 
to  sero  power. 

This  method  has  been  tested  on  the  line  CHjCl^  j > 0— >1, 

F » 3/2  — *5/2,  vith  measured  intensities  1%  less  than  the 
calculated  intensity  being  obtained  over  a range  of  S50£  in 
microwave  power.  Measurements  at  very  low  powers  are  prevented 
by  the  presence  of  a small  amount  of  pickup  in  the  crystal  cir- 
cuits from  the  square  wave  generator. 

Since  other  sources  of  error  are  present  (notably  multiple 
reflections  in  the  absorption  cell)  the  uncertainty  of  this 
method  cannot  be  evaluated  as  veil  as  would  be  desirable.  It  is 
certainly  not  greater  than  25Jt  for  medium  intensity  lines,  and 
this  is  adequate  for  the  identification  of  asymmetric  rotor  lines. 


* This  research  was  supported  in  p«t  by  tbs  Office  of  «-val  Scseareh 
under  Contract  H5ori_76,  Task  Order  V. 
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The  Stark-modulated  spectrograph  is  a sensitive  and  versatile  instru- 
ment used  widely  by  microwave  epecfcroecopists . 1 A method  has  been  developed 

1 * R.  H.  Bughes  and  S.  B.  Wilson,  Jr.,  Phys.  Rev.  Jl,  562  (1947). 

b X.  B.  McAfee,  JT.,  R.  B.  Hughes,  end  E.  B.  Wilson,  Jr.,  Rev. 

Sci.  lost.  20,  821  (1949). 

c W.  Qordy,  Rev.  Mod.  Phys.  20,  668  (1948). 
by  Baird,  aad  Bird*  for  making  measurements  of  relative  absorption  lnten- 
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B.  H.  Baird  and  6.  R.  Bird,  Rev.  Sci.  In«t. 

cities  with  this  instrument.  This  paper  will  deal  with  the  extension  of 
Baird’s  method  to  the  measurement  of  absolute  absorption  intensities. 

Baird’s  method  is  based  upon  the  theoretical  relationship  between 
the  direct  and  modnlation-frequenoy  components  of  crystal  current  when 
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square  wave  modulation  is  used  and  certain  other  conditions  are  satisfied. 
This  relationship  is: 

Too  1 


i^o  - modulation  frequency  component  of  crystal  current 

i.  „ • direct  crystal  current 
cue. 

o « gaseous  absorption  coefficient 

Q # « effective  length  of  the  absorption  cell 

fO  » modulation  angular  frequency 

C « the  nth  coefficient  of  a polynomial  representing  direct  crystal 
current  aa  a function  of  unmodulated  peak  microwave  electric 
field  at  the  crystal  « C^E  ♦ Cglr  ♦ C_E?  ♦ ...) 

E°  « the  nth  power  of  the  peak  microwave  electric  field  at  the  crystal 
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The  difficulty  involved  in  making  absolute  absorption  measurements  is 
that  i in  general  * microwave  rectifying  crystals  have  complex  response 
laws;  and  it  is  cot  easy  to  determine  the  coefficients  CQ  of  the  poly- 
nomial relating  crystal  response  to  microwave  power  * For  an  n lav 
detector  (one  vfaoee  response  is  c - C&Sn)  the  egression  Just  sSvon 
takes  a very  simple  form: 


ai' ja 


sin  p t 


Thus  if  a detector  were  available  with  a known,  simple  response  lav,  it 

would  be  possible  to  make  a direct  determination  of  the  absorption 

coefficient  of  the  gaseous  sample  by  measuring  the  ratio  of  components 

of  crystal  current.  The  effective  length  Co?  the  absorption  cell  la 

© 

readily  determined  from  the  geometry  of  the  waveguide  and  a knowledge  of 
the  mode  of  propagation  excited  if  no  serious  reflections  occur. 

^ Harcuvitz,  Waveguide  Handbook,  McGraw-Hill,  New  York  (1951)  • 

Though  the  response  lavs  of  rectifying  crystals  are  generally  complex, 
it  is  known  that  for  very  low  microwave  power  levels  (one  microwatt  or 
less)  crystals  respond  as  square-lav  detectors.  This  property  of  crystals 
is  frequently  utilized  in  the  routine  measurement  of  standing  waves  or 
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attenuation.  Unfortunately,  one  microwatt  is  well  below  the  power  levels 

* 

* C.  G.  Montgomery,  Technique  of  Microwave  Measurements,  McGraw-Hill, 
Hew  York  (19^7). 

commonly  used  in  the  Stark-modulated  spectroscope.  A possible  approach 
to  this  problem  la  the  measurement  of  the  ratio  of  components  of  crystal 
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current  over  • vide  range  of  microwave  power,  with  extrapolation  of  the 
measured  ratio  to  zero  power*  If  the  extrapolation  can  he  performed,  it 
should  give  the  ratio  of  crystal  current  components  corresponding  to  a square 
lev  detector. 

Several  additional  experimental  conditions  must  be  satisfied  if  such 
measurements  are  to  be  made.  The  direct  and  modulation  frequency  components 
of  crystal  current  are  separated,  as  in  Baird's  method,  by  a choke  and  con- 
denser having  very  high  and  very  low  reactance,  respectively,  at  the  modulation 
2 

frequency.  The  resistance  of  the  choke  and  direct  current  meter  must  be 
increased  by  the  addition  of  a series  resistor  to  match  the  resistance  of 
tbe  modulation-frequency  circuit  — the  condenser,  receiver  and  resistance. 

This  has  the  effect  of  loading  tbe  crystal  with  a single  resistance  and  a 
negligibly  email  reactance.  The  circuit  constants  of  tbe  comparison  signal 
attenuator  must  be  determined  accurately  to  establish  the  relationship  between 
the  partially  attenuated  comparison  signal  volts^e  and  the  modulation-frequency 
component  of  crystal  current  with  which  it  is  matched.  Finally,  pickup  in 
the  crystal  and  comparison  signal  circuits  becomes  particularly  critical, 
since  the  extrapolation  procedure  will  tend  to  emphasize  the  presence  of 
stray  signals  from  the  square  wave  generator.  The  best  procedure  for  min- 
imising pickup  is  to  use  the  receiver  and  output  meter  as  a measuring  device 
and  try  various  shielding  and  grounding  arrangements  until  the  stray  signal 
level  is  minimized. 

As  a test  of  this  method,  the  intensity  of  the  line  CH^Cl^  J =>  0 — >1, 

F - 5/2 — >5/2  at  26,589.^9  me.  was  measured  over  a range  of  crystal  currents 
from  hO  to  2 microamperes*  The  intensity  of  this  line  has  been  calculated 
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as  6.6»10  cn  for  on  assumed  Hoe  breadth  constant  of  25  ac/mm  Hg.‘  The 


^ P.  Kisliuk  and  C.  B.  Townes,  J.  Res.  Rati.  Bur.  Standards,  Ufe,  613  (1950)  < 


line  breadth  constant  was  measured  by  Baird's  method  for  relative  Intensities 
axsd  found  to  be  20.9  + 1*0  mc/oe  Eg.  This  makes  the  calculated  intensity 
7.9  ♦ .**10“6cm.’1 

The  Intensity  of  the  line  was  slightly  reduced  by  saturation,  but  this 


was  measured  and  a correction  introduced.  "Padding”  attenuation  was  Inserted 
between  the  crystal  and  the  absorption  cell  to  prevent  multiple  reflections 
between  the  crystal  and  the  ends  of  the  absorption  cell. 

The  results  of  this  experiment  are  shown  in  graphical  form  with  the 
intensity  obtained,  assuming  square  lav  detection  plotted  against  crystal 
current.  A crystal  current  of  20  microamperes  corresponds  roughly  to  135 
microwatts  cf  microwave  power.  The  remarkable  feature  of  the  data  is  that 
the  measured  intensity  is  greater  than  75$  of  the  calculated  intensity  for 
currents  ranging  from  HO  to  5 microamperes.  The  closest  correspondence  is 
obtained  for  currents  ranging  from  20  to  8 microamperes  with  a measured 
intensity  equal  to  85$  of  the  calculated  value.  At  very  low  crystal  currants, 
the  measured  intensity  drops  rapidly;  this  is  probably  due  to  a very  small 
amount  of  pickup  from  the  square  wave  generator  out  of  phase  with  the 
iMdulation-frequency  component  of  crystal  current. 

From  this  data  it  may  be  concluded  that  the  method  may  be  used  to  estimate 
the  intensity  of  medium-strength  absorption  lines  to  within  about  25$.  For 
seme  purposes,  eu-ih  as  the  identification  of  asymmetric  rotor  lines,  this 
accuracy  will  be  sufficient.  The  question  of  whether  the  method  san  be  refined 
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to  yield  accuracies  cl  to  1$  can  only  be  answered  by  a detailed  analysis 

of  errors*  The  ability  of  the  experimenter  to  eliminate  pickup  will  determine 

the  limitations  of  the  method  when  weak  lines  are  measured. 

The  systematic  error  resulting  from  reflections  at  the  ends  of  the  Stark 

2 

electrode  has  been  discussed  qualitatively  by  Baird  et  al  and  assigned  as 


the  principal  source  of  error  in  their  work*  Detailed  attenuation  end  standing 

£ 

wave  measurements  have  been  made  on  the  waveguide  used  in  this  research,  end 
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K*  Muller,  The  Spectrum  of  Chlorofluoromethane,  Doctoral  The  ole. 

Harvard  uaiverslty7T95z* ' 

these  show  that  the  waveguide  may  be  represented  as  having  equal  reflections 
at  the  ends*  The  measured  reflection  coefficients  for  the  electric  vector 
vers  r ° 0.51  (corresponding  to  a 10 $ reflection  of  power  frem  a single  window) 
and  the  attenuation  of  the  electric  vector  was  0.50  for  one  transit  of  the 
guide  between  windows  at  26,6 00  me.  Calculations  indicate  that  the  maximum 
error  introduced  into  a single  intensity  measurement  by  the  presence  of  these 
reflections  is  5$  (10$  for  a relative  measurement  of  two  intensities ).' 

7 

G.  R.  Bird,  Properties  of  Spectral  Absorption  Lines,  Doctoral  Thesis, 
Harvard  University, 


Eovever,  the  mechanical  mounting  of  the  waveguide  was  such  that  the  gaps  between 
the  Stark  electrode  ends  and  the  transformer  horns  could  be  varied  by  vibration 
or  thermal  espaasicu  with  a :es6ultifig  variation  in  both  phase  and  magnitude  or 
the  reflections.  Other  observations  on  this  waveguide  Indicated  that  such 
variations  did  occur,  and  that  errors  as  large  as  10$  occurred  In  measurements 
of  the  intensity  of  a single  line.  This  uncontrollable  variation  prevents  any 
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detailed  analysis  of  the  potentialities  of  this  method*  since  the  error  caused 
by  reflections  night  be  responsible  for  most  of  the  difference  between  measured 
and  calculated  intensities  in  this  experiment*  or  might  partially  compensate 
for  a larger  error  in  the  method.  However*  it  does  seen  reasonable  to  set  a 
maximum  uncertainty  of  25$  on  the  method  of  extrapolating  the  ratios  of  com- 
ponents of  crystal  current  to  obtain  absolute  intensities.  Incidentally*  the 
measurement  of  line-breadth  used  to  calculate  the  intensity  of  the  absorption 
line  la  free  from  the  large  uncertainty  caused  by  multiple  reflections*  since 
the  actual  breadth  of  the  line  was  such  smaller  than  </_*;  frequency  separation 
of  successive  maxima  and  minima  of  the  periodic  systematic  error. 

The  possible  refinement  of  this  method  is  by  no  means  a trivial  question. 


~r ' 

( 


! 

j> 

ti 


Microwave  intensity  measurements  commonly  have  uncertainties  of  10$  or  more* 
with  a few  measurements  made  under  favorable  conditions  having  5$  uncertainty. 


Such  measurements  have  been  few  in  number  because  of  the  laborious  techniques 
involved.  Much  useful  information  could  undoubtedly  be  obtained  If  a rapid 
and  accurate  method  for  making  absolute  intensity  measurements  existed.  The 
recognised  potentialities  of  microwave  spectroscopy  as  a method  tor  chemical 
analysis  of  gaseous  mixtures  have  not  yet  been  realized  as  a result  of  this 
same  lack.  Unfortunately,  the  next  step  in  the  Investigation  of  this  method 
would  involve  the  design  and  construction  of  a more  satisfactory  Stark -effect 
waveguide  absorption  cell*  and  time  to  carry  out  such  a program  was  not 
available  to  the  author. 

The  author  gratefully  acknowledges  the  help  and  encouragement  of 
Professor  E.  Bright  Wilson*  Jr. 
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Experimental  Intensity  (Assuming  Square  Law  detection) 
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i Calculated  Intensity 


10  20  50  *0 
Crystal  Current  in  Microamperes 





DISTRIBUTION  LIST 
Contract  N5ori  76,  T.O.  V 
E.  B.  Vfileon,  Jr.  Harvard  University 


List  A - Government 


Comandb  n.3  Officer 
U.S.  Navy  Off.  of  Navel  Research 
Branch  Office,  150  Causevay  St. 
Boston,  Mass.  1 copy 

Of  t ice  of  Naval  Research 
Navy  Dept. 

Washington,  D.C. 

Attn;  Tech*!.  Inf.  Branch  Code  250 

Ccnmand,.n£  Officer 
U.S.  Navy  Office  of  Naval  Research 
Branch  office,  5^6  Broadway 
Rev  Yorh  15,  N.Y. 

Researc  : 5;  Development  Board 
1712  C !3t. , N.W. 

Rev  War  Dept.  Bldg. 

Washing-vT.  25,  D.C.  2 copies 

Commanding  Officer 

U.S.  Navy  Off.  of  Naval  Research 

Branch  Office,  American  Fore  Bldg. 

8W»  North  Rush  St. 

Chicago  11,  111. 

Commanding  Officer 

U.8.  Navy  Off.  of  Naval  Research 

Branch  Office,  1000  Geary  St. 

San  Francisco  9,  Calif. 

Commanding  Officer 
U.S.  Navy  Off.  of  Naval  Research 
Branch  Office,  10J0  East  Green  St. 
Pased*?!*  3 • Calif. 

Officer  it  Charge 

Off.  of  Neval  Research  Branch  Office 
Navy  No.  ICO 
Fleet  Poet  Office 
Hev  York,  N.Y. 

Director 

Naval  Research  Laboratory 
Washington  20,  D.C. 

Attn:  Dr.  D.  C.  Smith  Code  810 


Director  of  Research 
Naval  Research  Laboratory 
Washington  29,  D.C. 

Attn:  Technical  Inf.  Officer  9 copies 

Chief  of  Bureau  of  Ordnance 
Navy  Dept. 

Washington  25,  D.C. 

Attn:  ReLe 

Naval  Ordnance  Laboratory 
Code  QSC  Physical  Optics  Dlv. 

Naval  Gun  Factory 
Washington  25,  D.C. 

Ccumanding  Officer 

Naval  Ordnance  Test  Station 

Inyo kern,  Calif. 

Attn:  Dr.  C.  T.  Elvey 

Director 

National  Bureau  of  Standards 
Washington,  D.C. 


Argonne  Rational  Laboratory 
P.0.  Box  5207 
Chicago  80,  111. 

Attn:  Dr.  Hoyl&nde  D.  Young 

U.S.  Atomic  Energy  Commission 
1901  Constitution  Ave.,  N.W. 
Washington  25,  D.C. 

Attn:  B.  M.  Fry 

Brookhaven  National  laboratory 
Tech'l.  Information  Div. 

Upton,  Long  Island,  N.Y. 

Attn:  Research  Library 

Carbide  & Carbon  Chemicals  Div. 
Plant  Records  Dept.,  Central  Files 
(K-25)  P.0.  Box  P 
Oak  Ridge,  Tenn. 


1 


V 

£ 


Contract  H5ori  76,  T.O.  V 
List  A - coat'd. 


General  Electric  Co. 

Technical  Services  Division 
Technical  Information  Group 
P.0.  Bos  ICO 
Richland,  Vash. 

Attn:  Miss  M.  G.  Frcidank 

I ova  state  College 
P.0.  Box  14a,  Station  A 
Ames,  lava 

Attn:  Dr.  P.  B.  Spedding 

Knolls  Atomic  Power  Laboratory 
P.0.  Box  1072 
Schenoctedy,  H.Y. 

Attn:  Doc-aasnt  Librarian 

Lcs  AJLamcc  Scientific  Laboratory 
P.O.  Box  1663 
Los  Alnr.cc , Rev  Mexico 
Docurort  Custodian 

Mound  Lai  eatery 

U.S.  Atonic  Energy  Cotanissioi' 

P.O.  Box  32 
Miomietun;,  Ohio 
Attn:  Central  Files 

U.S.  Atonic  Energy  Commission 
Rev  York  Operations  Office 
P.O.  Bex  30,  Ansonla  Station 
Rev  York  23 , > L 
Attn:  Div.  of  Tech.  Information 
& Declassification  Service 

Oak  RMge  Rational  Laboratory 

P.O.  Box  P 

Oak  Ridge,  Term. 

Attn:  Central  Piles 

U.S.  Atonic  Energy  Commission 
Library  Branch 

Technical  Information  Div.  ORE 

P.O.  Box  E 

Oak  Ridge,  Term. 

Unlv.  of  California  Radiation  Lab. 
Inferno. tion  Div, 

Room  128,  Bldg.  30 
Berkeley,  Calif. 

Attn:  Dr.,  R.  E.  Waksrling 


Univ.  of  Rochester 
Atomic  Energy  Project 
P.O.  Box  287,  Station  3 
Rochester  7,  N.Y. 

Attn:  Tech.  Report  Control  Unit 

Meetinghouse  Electric  Corp. 

Atomic  Power  Division 
P.O.  Box  1468 
Pittsburgh  30 » Pa. 

Attn:  Librarian 

Chief  of  Naval  Research 
Office  of  Naval  Research 
Washington  23,  D.C. 

Attn:  Chemistry  Branch 
Code  423 

Mr.  Ralph  L.  Clark 
Research  & Development  Board 
The  Pentagon 
Washington  23,  D.C. 

Jet  Propulsion  Laboratory 
California  Inst,  of  Technology 
Pasadena,  Calif. 

Dept,  of  the  Navy 
Office  of  Naval  Research 
Washington  23,  D.C. 

Attn;  Lt.  Cdr.  Frank  L.  Thomas 
Physics  Branch 

(3  copies  for  transmission  to 
OKR  in  London) 


DISTRIBUTION  LIST 
Contract  N5orl  76,  T.O.  V 
E.  B.  Wilson,  Jr.  Harvard  University 


List  - - Microwave 

Prof.  R.  Boringsr 
Dept,  of  Phyaica 
Yale  University 
Nev  Haven,  Conn. 

Dr.  J.  K.  B"«gg 
Research  Lobs. 

General  Bluotric  Co. 

Schenectady,  N.Y. 

Dr.  Dons  Id  ?C.  Coles 
Elect  ror. ice  Dept. 

Research  Laboratory 
Westing:  ouoe  Electric  Corp. 

East  Pittsburgh,  Pa. 

Dr.  C.  I>.  Cornwell 
DepertsH.-nt  of  Chemistry 
University  of  Wisconsin 
Madison,  Via. 

Dr.  B.  P.  Dailey 
Dept,  of  Ciianiatry 
Columbia  University 
Rev  Yori;  27,  H.Y. 

Dr.  J.  de  User 
Dept,  of  Physics 
Ohio  State  University 
Columbus,  Ohio 

Prof.  1>.  M.  Dennison 
Dept,  of  Physics 
University  of  Michigan 
Ann  ArU>r,  Mich. 

Document  Room 

Research  Lib.  of  Electronics 
Room  20H-221 

Maas.  Institute  of  Technology 
Cambri^se  39,  Mass. 

Dr.  Walter  Edgell 
Department  cf  Chemistry 
Purdue  University 
Lafayette,  Ind. 


Spectroscopy 

Dr.  J.  H.  Goldstein 
Department  of  Chemistry 
Emory  University 
Emory  University,  Ga. 

Prof.  Walter  Goidy 
Sept,  of  Physics 
Duke  University 
Durham,  H.C . 

Dr.  William  D.  Gvlun 
Department  of  Chemistry 
University  of  California 
Berkeley,  Calif. 

Dr.  H.  S.  Gutovsky 
Department  of  Ciiemlatry 
University  of  Illinois 
Urbana,  Illinois 

Dr.  W.  D.  Horshbergsr 
Department  of  Physics 
University  of  California 
Los  Angeles  24,  Calif. 

Illinois  Institute  of  Technology 
Department  of  Physics 
Technology  Center 
Chicago  1 6,  111. 

Attn:  Dr.  F.  F.  Cleveland 

Dr.  C.  K.  Jen 
Applied  Physics  Laboratory 
Johns  Hopkins  University 
6621  Georgia  Ave. 

Silver  Spring,  Maryland 

Dr.  G.  W.  King 
Arthur  D.  Little  Co. 

Memorial  Drive 
Cambridge  39,  Maas. 

Dr.  H.  Wo  Morgan 

Oak  Ridge  Rational  Laboratory 

P.0.  Box  P 

Qek  Ridga,  Term  , 


Contract  N5orl  76#  T.O.  V 
List  C coat’d. 


Chief  of  K&vml  Research 
Office  of  Havtl  Research 
Planning  Civ. /Physics 
Retry  I>»pt. 

Wfcanlngtcn  25,  D.C.  (12  copies) 

Director  cf  Research 
feral  Research  lab. 

Washington  20,  D.C. 

Attn:  Technical  Inf.  Officer 
(9  copies) 


Coouandlnt,  Officer 
U.S.  Havy  Office  of  Nav*l  Roeearch 
Branch  Office,  150  Causeway  St. 
Boston,  Mass. 

Prof.  Ilmc  Pauling 
Department  of  Chemistry 
California.  Institute  of  Technology 
Pasadena,  Calif. 

Prof.  Naleolm  Strandberg 
Dept,  cf  Physics 
Maes.,  Institute  of  Technology 
Cambridge  39,  Mass. 

Dr.  C.  H.  Townee 
Dept,  cf  Physics 
Columbia  University 
few  York  27,  H.Y. 

Prof.  Dudley  Williams 
Dept,  of  Physics 
The  Ohio  State  University 
Coluahua  10,  Ohio 


